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Purpose:  To  deﬁne  the optimal  cardiac  short-axis  cine  acquisition  protocol  for the  assessment  of the  left
and rightventricular  functions.
Materials  and  methods:  20 volunteers  were  recruited  and  breath-hold  CINE  images  were  acquired  on
a Siemens  Prisma  3T MRI.  Four  short-axis  acquisition  planes  were  deﬁned  from  the  4-chamber  view.
AV  Junctions:  short-axis  slices  parallel  to the  plane  that  cuts  through  the  external  right  and  left atri-
oventricular  junctions.  Left  AV Junctions:  short-axis  slices  parallel  to the  plane  that  cuts through  both
left  atrioventricular  junctions.  Septum:  short-axis  slices  perpendicular  to the  septum  with  one cutting
through  the  septum  junction.  LongAxis:  short-axis  slices  perpendicular  to the  long  axis  with one  cutting
through  the septum  junction.  Intra  and  inter  reproducibility  was  assessed  using  Bland-Altman  coefﬁcient
of  variation  (CV)  and Lin’s  concordance  correlation  coefﬁcient  (CCC).  The  inﬂuence  of  the  protocol  on  the
ejection  fraction  (EF)  and  stroke  volume  (SV)  was  quantiﬁed  statistically  using  pair-wise  CV and  Pearson’s
correlation  coefﬁcient  R2.
Results:  All  protocols  led to high  reproducibility  for the  LV  EF (mean  intra  CV  = 3.83%,  mean  inter
CV  = 4.81%,  lowest  CV  = 4.20%  (AV  junctions)  and highest  CV  = 5.24%  (Left  AV  Junctions)).  Reproducibility
of the RV  measurements  was  lower  (mean  intra  CV = 7.84%,  mean  inter  CV  =  9.17%).  Septum  protocol  led  to
signiﬁcantly  lower  variability  compared  to the other  3 protocols  for RV  EF (CV  = 7.62%  (Septum),  CV =  8.42%
(Long  Axis),  CV  = 9.54%  (Left  AV  Junctions)  and  CV =  11.08%  (AV  Junctions)  with  Lin’s  CCC  varying  from
0.4  (AV  Junctions)  to 0.69  (Septum)  for inter-observer  reproducibility).  No  differences  in  group  average
for  clinical  parameters  was  found  for both  LV  and  RV  clinical  measurements.  However,  patient-speciﬁc
RV  EF evaluation  is dependent  on  the  chosen  protocol  (CV = 9.95%,  R2 =  0.52).
Conclusion:  Based  on  the  results  of  the  study  cine  mode  short-axis  acquisitions  should  be planned  per-
pendicular  to the  septum  in order  to guarantee  optimal  RV  and  LV measurements.
© 2016  The  Authors.  Published  by Elsevier  Ltd.  This  is an  open  access  article  under  the  CC  BY-NC-ND. Introduction
The diagnosis and follow up of cardiovascular diseases are
ery challenging. Choosing the appropriate test to perform as well
s measuring accurately the desired quantities is of high impor-
ance to make reliable, relevant clinical decisions. Cardiovascular
agnetic Resonance (CMR) imaging has proven to give more repro-
ucible and accurate evaluation of the left and right ventricular
unctions compared to other modalities [1–4], mainly due to its
igh temporal resolution combined with a high spatial resolu-
ion which allow to cover the entire heart and the entire cardiac
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cycle [5]. Analysing these images with accuracy is challenging and
requires speciﬁc training [6]. In particular, reproducibility of the
measurements for the right ventricle (RV) seems to be adequate
only with long processing times (45 min) [7,8] not compatible with
routine practice. Therefore, current clinical studies on RV func-
tion must include a large data sample [9] for the group differences
to be signiﬁcant. This reproducibility issue is mainly due to the
choice of the basal slice to include in the segmentation, for the
left ventricle (LV) and the RV [10], in spite of precise guidelines
to perform this selection [11]. Consistency in the imaging proto-
cols is essential to compare results over different studies and for
multi-center trials. The standard CMR  protocol for the assessment
of the left and right ventricular function includes 3 long axis slices
(2-chamber view, 3-chamber view and 4-chamber view) and 10–14
contiguous short-axis slices. Each of these slices is a 2-dimensional
(2D) image over 20–25 time frames, in order to represent the full
under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.
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Fig. 1. Deﬁnition of the 4 protocols. (A) AV Junctions: short-axis slices parallel to the
plane that cuts through the right and the left atrioventricular junctions. (B)  Left AV
Junctions: short-axis slices parallel to the plane that cuts through the left atrioven-S. Marchesseau et al. / European Jo
ardiac cycle. Although, axial plane assessment of RV function has
een shown to be more robust [12], the standard protocol still
onsist of the short-axis slices in order to evaluate both ventri-
les without increasing scanning time, as described by the SCMR
uidelines [13]. The orientation of the short-axis stack is ambigu-
us and variation in clinical protocols exists. Conventionally, the
hort-axis slice orientation is deﬁned from the 4-chamber view at
nd-diastole. It then varies from being perpendicular to the sep-
um [14], or perpendicular to the long axis (deﬁned as the axis
assing through the apex and the center of the mitral valve) as
rescribed by the SCMR 2008 guidelines [13]. Another deﬁnition
ommonly used forces the ﬁrst slice to be placed across the atrio-
entricular valve plane. For a speciﬁc evaluation of the RV function,
n acquisition plane from the outﬂow tract to increase accuracy
an also be deﬁned [15]. In this study, since the accuracy of the
egmentation cannot be assessed by comparison with a true value,
he optimal acquisition protocol will be deﬁned as the one leading
o the most reproducible results. Intra and inter observer variabil-
ty will be measured for several short-axis orientation protocols
s well as the inﬂuence of these protocols on the clinical parame-
ers. Therefore, this studies aims at deﬁning the optimum imaging
rotocol alignment for simultaneous measurement of RV and LV
unction using short-axis cine CMR  imaging.
. Methods
.1. Study population
The study population consisted of 20 healthy volunteers without
nown cardiovascular diseases (mean age 33, range 22–69, mean
eight 67.9 kg, range 46–120 kg, 10 males). Exclusion criteria were
tandard for MRI  studies (no metallic device, no pregnant woman,
laustrophobia). Ethical approval was obtained and all subjects
ave written consent. The sample size was limited by the acqui-
ition time of approximately 20 min  more than one standard cine
rotocol. This protocol was therefore limited to healthy volunteers
ot undergoing other CMR  imaging sequences [16].
.2. CMR  acquisition
The study was performed using a 3T MR  system (MAGNETOM
risma, Siemens, Erlangen, Germany) equipped with an anterior
8-element matrix coil and a posterior 32-element spine matrix
oil. Images were obtained with ECG-gating and breath-holding.
he scanning protocol was as follows: 1) Transverse True fast imag-
ng with steady state precession (TrueFISP) single-shot sequence
f the whole heart was performed for the localization, 2) left
entricular 2-chamber TrueFISP cine, 3) 4-chamber TrueFISP cine,
) 4 sets of contiguous short-axis TrueFISP cine stack of the
wo ventricles in which the orientation of each short-axis stack
aries (Fig. 1). The short-axis stacks were obtained by aligning
he imaging plane parallel to both right and left atrioventricu-
ar junctions with one slice cutting through both atrioventricular
unctions (AV Junctions protocol), aligning the imaging plane par-
llel to the left AV junction only (Left AV Junctions protocol),
ligning the plane perpendicular to the septum with one slice
cquired through the septal junction (Septum protocol) and align-
ng the imaging plane perpendicular to the long axis of the LV
ith one slice cutting through the septal junction (Long Axis pro-
ocol). The contiguous short-axis TrueFISP cine stack parameters
ere as follows: TR = 45.15 ms,  TE = 1.37 ms,  slice thickness = 8 mm,
OV = 300 × 300 mm,  matrix = 192 × 192, ﬂip angle = 55, parallel
maging factor = 3 and inter-slice gap = 25%, as per SCMR latest
cquisition guidelines. The four sequences were acquired in thetricular junction. (C) Septum: short-axis slices perpendicular to the septum with one
cutting through the septum junction. (D) Long Axis: short-axis slices perpendicular
to  the long axis with one cutting through the septum junction.
following order: Septum, Left AV Junctions, AV Junctions and Long
Axis.
2.3. CMR  image analysis
The segmentation of both the RV and LV was  performed on Seg-
ment, Medviso software version 3949 [17] which has been 510 k
FDA approved.
For LV function assessment, epicardial and endocardial borders
were automatically contoured and calculated by selecting the basal
and apical short-axis slices. Basal slice was  deﬁned as the slice
with more than 50% myocardium around the blood during diastole
(Fig. 2) as described by the SCMR analysis guidelines [11]. Apical
slice was selected as the last slice of the stack with visible ven-
tricular cavity. Manual adjustment of the contours was  performed
if required. Papillary muscles were estimated and excluded from
the LV volume calculation. The adjustment for systolic atrioven-
tricular ring descent was  performed automatically by the software
with manual selection of the basal descent. The basal descent was
estimated by identifying the basal plane at end-systole (ES) and
end-diastole (ED) with the inclusion of the slice thickness and inter-
slice gap. (Fig. 3). From the delineated contours, the end-diastolic
volume (EDV) and end-systolic volume (ESV) were computed using
the summation of disc method. Both stroke volume (SV) and ejec-
tion fraction (EF) were determined for LV function assessment. SV
was computed by subtracting the ESV from EDV while EF was  deter-
mined by dividing the SV by the EDV.
Endocardial borders were manually contoured at end-systole
and end-diastole for RV function assessment from the most basal
to the most apical slices. RV end-systolic and end-diastolic frames
were selected based on LV end-systolic and end-diastolic frames
which were determined by the software after LV segmentation. RV
basal slice was deﬁned as the ﬁrst RV slice not superior to the level of
the tricuspid valve (Fig. 4) [11]. Trabeculations and papillary mus-
cles were included in the determination of the RV volumes. Similar
62 S. Marchesseau et al. / European Journal of Radiology Open 3 (2016) 60–66
Fig. 2. Basal short-axis slice selection for the left ventricle. Illustration of the basal plane selection following the SCMR guidelines [11]. “The left atrium can be identiﬁed
when less than 50% of the blood volume is surrounded by myocardium and the blood volume cavity is seen to be expanding during systole”. The basal slice is the slice with
more  than 50% of myocardium muscle around the blood. In this example, slice 1 is in the left atria while slice 2 is the ventricle and can therefore be considered as the basal
slice.
Fig. 3. Basal descent selection for the left ventricle. Example of the basal descent estimation following the SCMR guidelines [11]. Using cross-referencing from long axis
locations and the deﬁnition of the basal plane, we  estimate the basal plane at end-systole to be between slice 2 and slice 3 when the basal plane at end-diastole was slice 1.
We  therefore estimate the basal descent to be 1.5× resolution in z, in our case (8 mm thickness and 25% gap) this gives 15 mm.
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mig. 4. Basal short-axis slice selection for the right ventricle. Illustration of the bas
V  slice not superior to the level of the tricuspid valve. In this example, slice 1 is su
f  the tricuspid valve and thus it is considered as the basal slice.
o LV volumes determination, SV and EF were computed from the
elineated RV endocardial contours. The RV and LV stroke volumes
btained should be similar when no intra-or extra-cardiac shunts
re present [11]. LV stroke volume was then used to cross-reference
ith the RV stroke volume as the determination of the LV volume
ata is considered more reliable compared to the determination of
he RV volume data.
RV mass estimation is not deﬁned by the SCMR guidelines as part
f a standard cardiac function evaluation so the RV epicardium was
ot delineated. For a fair comparison between LV and RV, the LV
ass was not included in this study.e selection following SCMR guidelines [11]: RV basal slice was deﬁned as the ﬁrst
 to the level of tricuspid valve while slice 2 is the ﬁrst slice not superior to the level
2.4. Reproducibility
With the absence of known truth, assessing the variability
between observers and observations is considered the optimal
method to evaluate the accuracy of a method. Inter and intra-
observer reproducibility was estimated in this study on the 80 cine
sequences (20 subjects with 4 sequences). First, the sequences were
analysed by 2 trained analysts following the SCMR guidelines as
described previously. The ﬁrst observer analysed all 80 sequences a
second time after 2 months to assess intra-observer reproducibility.
Eight parameters were recorded from the LV and RV endocardium
delineations: EF, SV, the basal slice position at ED and the basal
slice position at ES. In addition, since the complete protocol could
not be retested to assess acquisition reproducibility, all sequences
urnal of Radiology Open 3 (2016) 60–66 63
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Table 1
Inter-observer reproducibility parameters. CV: coefﬁcient of variation, CCC: Lin’s
concordance correlation coefﬁcient.
Left Ventricle Right Ventricle
CV CCC CV CCC
AV Junctions EF 4.20 0.86 11.08 0.40
SV 5.67 0.97 9.08 0.91
Basal ED 10.64 0.92 16.45 0.73
Basal ES 4.95 0.96 16.50 0.32
Left AVJunctions EF 5.24 0.78 9.54 0.59
SV 9.17 0.92 15.53 0.79
Basal ED 11.00 0.93 16.74 0.87
Basal ES 7.05 0.94 10.52 0.78
Septum EF 4.61 0.82 7.62 0.69
SV  5.55 0.96 12.02 0.87
Basal ED 15.42 0.89 14.45 0.88
Basal ES 9.52 0.92 9.17 0.87
Long Axis EF 5.20 0.76 8.42 0.56
SV 7.49 0.94 11.40 0.89
Basal ED 10.47 0.93 12.47 0.90
Basal ES 7.20 0.92 8.55 0.88
Table 2
Intra-observer reproducibility parameters. CV: coefﬁcient of variation, CCC: Lin’s
concordance correlation coefﬁcient.
Left Ventricle Right Ventricle
CV CCC CV CCC
AV Junctions EF 3.85 0.88 6.47 0.70
SV 4.20 0.98 8.01 0.91
Basal ED 0.00 1.00 21.41 0.73
Basal ES 5.80 0.94 10.69 0.76
Left  AVJunctions EF 4.61 0.84 8.70 0.58
SV 6.26 0.96 9.35 0.93
Basal ED 7.52 0.97 15.59 0.90
Basal ES 5.77 0.95 10.73 0.76
Septum EF 3.62 0.86 8.25 0.70
SV 5.22 0.97 9.39 0.93
Basal ED 18.42 0.82 13.24 0.93
Basal ES 12.61 0.82 8.00 0.89
Long Axis EF 3.25 0.91 7.93 0.61
SV 4.70 0.98 8.93 0.92S. Marchesseau et al. / European Jo
ere veriﬁed by a radiographer and a mark of 1 was given for every
equence that follow the prescribed protocol, 0 otherwise.
.5. Statistical analysis
Statistical analysis was performed using Matlab version R2013b.
or each acquisition protocol, the segmentation results from the
 observers were compared following Bland–Altman method [18]
available Matlab code from [19]) and the coefﬁcients of variation
CV) recorded. Lin’s concordance correlation coefﬁcient (CCC) [20]
as used to further assess the agreement between two  observers.
in’s CCC varies from 0 to 1 where 1 represents perfect agreement.
he same analysis was performed between the two sets of observa-
ions from the same observer. Finally, the mean value (and standard
eviation) of the EF and SV across the 20 subjects was calculated for
ach protocol to determine the inﬂuence of the short-axis plane on
he measurements themselves and pair-wise Bland Altman analysis
nd Pearson correlation was used to differentiate the protocols.
. Results
Data was successfully acquired for all 20 volunteers and the
mage quality considered sufﬁcient for the analysis. Therefore all
0 sequences were included in the statistical analysis.
.1. Image acquisition
The 80 short axis sequences were evaluated in order to mea-
ure the accuracy of the acquisition protocol. The Septum protocol
eached the highest accuracy score with 18/20 correct planning,
hile the AV Junctions reached 15/20, the Long Axis reached 13/20
nd the Left AV Junctions was the hardest to plan with a score of
2/20. Given the risk of patient movement (and breath-hold posi-
ioning related differences) between scans, one could expect that
he acquisition reproducibility would depend on the order at which
he protocols were planned due to the time delay with the planning
iew. However, the least reproducible protocol (Left AV Junctions)
as the second one to be planned.
.2. Image analysis
Each sequence required a fair amount of manual correction for
he LV after using the automatic algorithm provided by the soft-
are. This mainly consisted in detecting and delineating the basal
nd apical slices. Each sequence required 10 min on average for
V segmentation and another 10 min  for RV segmentation. No dif-
erences in terms of manual corrections or processing time were
oticed.
The principal observed difference in the 4 short-axis orienta-
ions is the choice of the basal slice to include in the segmentation.
ig. 5 gives an example for one subject in which the four deﬁnitions
f the short-axis orientation led to 4 distinctly different planes.
n this case, right ventricular basal slice was different from the
eft ventricular basal slice for 2 out of 4 protocols. This dispersion
ould be different at end-systole since the heart contracts radially,
ertically and circumferentially.
.3. Inter-observer reproducibility of the protocols
Table 1 displays the Bland–Altman CV and Lin’s CCC for each
 protocols. Variability for the RV is signiﬁcantly higher (p-
alue < 0.05) than the LV variability for every protocol (mean EF
V = 4.81% for the LV, mean EF CV = 9.17% for the RV).
The AV Junctions protocol reaches the highest inter-observer
eproducibility for the LV clinical parameters (CV = 4.20%,
CC = 0.86 for EF and CV = 5.67%, CCC = 0.97 for SV) as well asBasal ED 7.16 0.96 11.92 0.92
Basal ES 4.56 0.97 7.01 0.92
the RV SV (CV = 9.08%, CCC = 0.91) but the lowest reproducibility
for the RV EF (CV = 11.08%, CCC = 0.40), correlated with the lowest
reproducibility for the choice of the basal slice at ED and ES. The
Septum protocol has the second highest LV measurement repro-
ducibility (EF CCC = 0.82, CV = 4.61%). In addition, the variability of
the measures for the RV using the Septum protocol is the lowest
(CV = 7.62% and CCC = 0.69 for the EF) with a higher reproducible
choice of the basal slices. Finally, the Left AV Junctions and the
Long Axis protocol show similar behavior, giving performances
slightly poorer than previously discussed protocols for the LV, in
the middle range for the RV. Fig. 6 presents the Bland Altman and
correlation plots of the Septum and AV Junctions protocols for the
LV and RV EF. For both acquisition protocols similar results for the
LV are obtained but variability is signiﬁcantly reduced using the
Septum orientation for the RV.
3.4. Intra-observer reproducibility of the protocolsTable 2 presents the intra-observer reproducibility results for
each short-axis acquisition plane, in the same format as Table 3. As
one would expect, global intra-observer reproducibility is higher
than inter-observer reproducibility. This is true for both ventricles
64 S. Marchesseau et al. / European Journal of Radiology Open 3 (2016) 60–66
Fig. 5. Example of basal slice selection for the four acquisition planes. (Left) Example of selected basal slice at end-diastole for the four protocols. (Right) Slice positions on
the  4-chamber view. In this example, the 4 deﬁnitions led to 4 distinct basal slices. This impacts the segmentation for both the right and left ventricles.
Fig. 6. Bland-Altman plots: inter-observer reproducibility of the Septum and AV Junctions protocols. Comparison of two protocols in terms of reproducibility for the left and
right  ejection fraction.
Table 3
Parametric comparison of the four protocols. CV: coefﬁcient of variation, R2: Pearson’s correlation coefﬁcient.
AV junctions Left AV junctions Septum Long axis CV R2
Mean Std Mean Std Mean Std Mean Std Mean Std Mean Std
LV EF (%) 68.81 5.39 68.94 5.10 69.36 5.00 68.64 4.58 4.35 0.48 0.85 0.04
LV  SV (ml) 92.90 20.27 95.51 21.78 95.13 21.07 93.43 21.05 7.02 0.46 0.94 0.02
RV  EF (%) 60.05 5.02 59.82 5.64 61.08 6.22 61.03 4.85 9.95 1.23 0.52 0.10
RV  SV (ml) 92.20 20.39 95.16 22.79 94.50 21.19 94.82 20.60 10.02 0.95 0.90 0.03
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here the mean CV for the EF is 3.8% for LV and 7.8% for RV com-
ared respectively to 4.8% and 9.1% for inter-variability. For the
V, all 4 protocols give similar levels of reproducibility for both
he EF and SV, including the Septum protocol which shows less
eproducibility in the choice of the basal slices. For the RV, the AV
unctions method gives the highest CV for the SV and EF but the
eptum protocol shows the larger Lin’s CCC.
.5. Parametric inﬂuence of the protocols
No signiﬁcant difference was observed for the measurements of
he LV and RV EF and SV between the protocols when averaged
ver all the subjects. Table 3 presents the means and standard
eviations of the cited parameters for each of the 4 acquisition
ethods. In addition, the average Bland Altman CV and Pearson
oefﬁcient over the 6 pairs of protocols are given. The Left SV and
ight SV are highly similar independently of the protocol, which is
xpected for healthy volunteers. The mean values of the parameters
re extremely similar for all protocols. However, the CV is impor-
ant (9.95%, larger than the reproducibility CV) for the RV and the
orrelation not satisfying (R2 = 0.52 ± 0.1) for the EF.
. Discussion
Globally, reproducibility results demonstrated in this study are
n agreement with values reported in the literature for both the
eft (CV = 5.4% in [10]) and the right ventricle (CV = 8.9% for short-
xis in [12]). This tends to conﬁrm the observers’ expertise in this
tudy as well as the image quality representative of clinical studies.
o signiﬁcant differences were found in the intra or inter variabil-
ty between protocols for the LV measurement, despite a slight
mprovement of the reproducibility when using the AV Junctions
lane. Additionally, the 4 studied protocols led to similar mean val-
es of the clinical parameters for both LV and RV. This suggests that
or studies between groups of population, the acquisition protocol
ill not inﬂuence the results. These results conﬁrm CMR  ability
o give robust and reproducible evaluation of the LV using current
ractice. Clinically acceptable reproducibility of LV assessment is
eached thanks to exiting analysis guidelines [11] and despite the
ack of details on the short-axis plane in the acquisition guidelines
13,14].
However, the high coefﬁcient of variation between protocols for
he measurement of RV EF, higher than the intra and inter variabil-
ty, suggests that reliable comparison between subjects can only
e reached using the same protocol, at least for the RV. Indeed, RV
valuation still remains a challenge using CMR  due to the complex
hape of the ventricle, its thinness, the trabeculations and the blood
otion especially toward the basal area where the ventricle splits
nto the right atrium and the pulmonary artery. All these features
ake precise delineation of the RV endocardium and the selec-
ion of its boundaries prone to high observer-variability. Current
CMR guidelines for RV assessment are limited due to the difﬁculty
f setting a general rule and therefore the basal slice detection is
ased on cross-referencing with the long axis view, where the tri-
uspid valve can better be seen. The present study demonstrates
hat despite current SCMR RV assessment guidelines, observer-
ariability is high; therefore, improvement should be considered
n the acquisition protocol instead of the analysis protocol.
Previous studies on optimal acquisition protocol for increased
obustness of RV evaluation have already been conducted [12,15].
hile Alfakih et al. [12] have recommended long-axis cine acquisi-ion, Strugnell et al. [15] used a set of multi-slice images in a plane
erpendicular to a line from the center of the pulmonary valve to
he apex of the RV in order to see the tricuspid valve on the modiﬁed
hort-axis slices. For RV only studies, these recommendations canof Radiology Open 3 (2016) 60–66 65
be followed since the level of variability is lower than the presented
results. However, these acquisition protocols are sub-optimal or
not applicable for LV assessment.
Many studies require both ventricles to be evaluated simul-
taneously in order, for instance, to measure the regurgitant
volume, evaluate dyssynchronous motion or conﬁrm the pres-
ence of septal shift. Furthermore, according to Friedberg and
Redington [21], LV and RV should not be considered as separate
entities since their interactions are also the cause of cardiac fail-
ures. Therefore, although long-axis acquisitions seem to decrease
observer-variability due to the limit of the right ventricle best
viewed on the long-axis plane, in clinical practice the cine acqui-
sition protocol would have to be signiﬁcantly extended if both
ventricles needed to be evaluated separately. CMR  acquisition usu-
ally also includes other imaging sequences to characterize the ﬂow,
perfusion or the structure of the heart, leading to a protracted scan-
ning times. Thus, additional imaging may  not be the best approach.
In this study, we  suggested to standardize the current protocol
by deﬁning an optimal short-axis plane that would increase RV
assessment accuracy without decreasing LV assessment accuracy
for LV-RV function evaluation. We  found that the Septum proto-
col was  signiﬁcantly better than the other 3 protocols for the RV
measurement, enabling an inter-variability acceptable in clinical
practice.
This study suffers some limitations. First, there exists no ground
truth to validate the presented results to ensure the consistency
of the analysis. This is why this study relies on reproducibility.
The study was monocentric and involved only healthy volunteers,
not representative of diseased patients that undergo CMR  imag-
ing. The same study could not be performed on patients due to the
lengthy protocol (40 min  instead of the standard 10 min). However,
the volunteers were multicultural, multinational with various body
weight and size to increase variability in the heart geometry. More-
over, we  have shown that the most robust protocol to plan was the
Septumprotocol. This is due to the septal muscle being the most visi-
ble feature in the long-axis view, as it is thicker and more stable than
the junctions, whether or not the heart is healthy. We  therefore
believe that the inﬂuence of each protocol on the reproducibility
would still be valid in a diseased population.
5. Conclusion
To conclude, for LV only studies, the chosen short-axis acqui-
sition plane has no signiﬁcant inﬂuence but the AV Junctions plane
would be preferred as it led to more inter and intra-observer repro-
ducible results and has proved to be robust in the planning. For RV
only studies, none of the tested short-axis protocols could reach the
level of reproducibility reported for the axial plane. Therefore, an
axial plane should be preferred. Finally, when both ventricles are
studied simultaneously, which would be recommended for most
clinical trials or diagnostic scans, the Septum protocol gives the
highest reproducibility results for the RV while maintaining the
LV reproducibility to a high level. In addition, the Septum proto-
col has the added advantage of being the easiest to plan. Based on
these results, the authors would recommend to acquire the Septum
protocol (short-axis slices are perpendicular to the septum with
one cutting through the septum junction) when both ventricles are
studied and a single technique is adopted.Conﬂict of interest
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